[The effect of non-parallel distractor fixation to bone on deformities of the limb axis in bone lengthening of the limb].
The paper presents causes of limb axis deflecting during bone lengthening. It has been proved mathematically, that axis deflection is caused by incorrect setting up the distractor (i.e. not parallel to the bone axis) irrespective of the structure of apparatus used.